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Research

ABSTRACT

Background: Pancreatic surgery is one of the most difficult and life-threatening surgical thera-
py especially during necrotizing pancreatitis and advanced solid neoplasms.
Aim of the study: To evaluate the possibility to use ECHO Neodymium-Doped Yttrium Alu-
minium Garnet (ND-YAG) laser in pancreatic surgery and to establish the best power setting 
for the application on pancreatic tissue.
Methods: An ECHO Laser ND-YAG 1064 nm, at the constant fluence of 1800 J/cm2 was used. 
The laser waves were inserted inside of the samples with optical fibers of 500 micron diam-
eter for a pre-established timing (11 min, 6 min, 4 min) in order to reach the constant fluence. 
Samples were, then, prepared for hystological examination.
Results: At 3W power setting, the pancreatic tissue was not macroscopically modified except 
for an increased cutting consistency. Histological examination showed no substantial micro-
scopical differences in pancreatic cells that appeared only partially burnt (in fact, nuclei and 
membranes are still recognizable). The vessels in the surrounding area have the normal mor-
phological aspects. 
At 5W, macroscopically the presence of a completely burnt area, corresponding to the site of 
direct interaction of laser and tissue, was found and the surrounding tissue did not appear sub-
stantially modified.
Histological examination showed the complete absence of cells in the burnt area and an impor-
tant heat damage of the surrounding cells till the 2th centimeter from the site of laser application. 
The vessels in the heat damage area appeared completely coagulated. 
At the power of 7 W, the burnt area was about twice than in the previous setting and histological 
examination showed the complete absence of cells in the burnt area and a larger heat damage 
of the nearest cells (till the 4th centimeter from the application site). The vessels in heat damage 
area were found completely coagulated.
Conclusions: A power setting between 4 and 6 W have been found as the best one for laser ap-
plication on pancreatic tissue because a complete destruction of the cells in the site of applica-
tion but a limited heat damage in the surrounding healthy cells have been obtained.

KEYWORDS: Vessels; Surgery; Laser; Pancreatic cells.

ABBREVIATIONS: ND-YAG: Neodymium-Doped Yttrium Aluminium Garnet; ANP: Acute 
Necrotizing Pancreatitis; CT: Computed Tomography; H&E: Haematoxylin and Eosin. 

BACKGROUND

 Acute Necrotizing Pancreatitis (ANP) surgery is one of the hardest challenges in gen-
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eral surgery.1-8 Tissue is loose, friable and much vascularized; 
so, pancreatitis and major bleedings are well-described during 
surgery.1

 Approximately 20% of patients with acute pancreatitis 
develop pancreatic necrosis, and mortality rates up to 39% have 
been reported.1-8 Surgical debridement (so-called necrosectomy) 
is the traditional management of necrotizing pancreatitis with 
specific indications.1-9

 In severe AP, current indications for surgery include 
the presence of infected pancreatic necrosis, extensive sterile 
necrosis in patients in whom symptoms have failed to resolve 
despite maximal conservative treatment or in patients who de-
velop catastrophic complications related to pancreatic necrosis 
such as bleeding, visceral perforation or infarction.1-8

 The Computed Tomography (CT) evaluation of ne-
crotic pancreatitis often show a superficial necrosis of the gland 
that contains vital tissue, this has led to gradually abandoning 
the performance of demolitive resection in favor of a treatment 
that combines the debridement of necrotic tissue associated with 
different draining techniques and postoperative cleaning proce-
dures with open or closed packing. 

 These procedures are associated with a lower mortality 
and a lower rate of impairment of the functions of the endocrine 
and exocrine pancreatic gland compared to the demolitive ones 
(100% of diabetes in the surgical resection versus 52% post-ne-
crosectomy).8,9

 Today the treatment of infected necrosis can be per-
formed in both open and laparoscopic procedure even if it is 
preferred the classic technique followed by open-abdomen tech-
niques in order to facilitate possible re-operations.

 Pancreatic adenocarcinoma, commonly known as pan-
creatic cancer, represents the 12th most common type of cancer 
in the United States.1 With a national age-adjusted incidence rate 
of 12.3 per 100,000, approximately 46,420 individuals were di-
agnosed with pancreatic cancer in 2014. Although the disease 
is relatively rare, pancreatic cancer is one of the most fatal can-
cers among adults in the United States. Pancreatic cancer has the 
lowest 5-year survival rate of any cancer, is the fourth leading 
cause of cancer death in the nation, and approximates breast can-
cer’s death toll.

 No major professional group recommends routine 
screening for pancreatic cancer; the natural history of the dis-
ease is not fully understood and current screening tools, includ-
ing imaging modalities and serum biomarkers, are limited in 
diagnostic accuracy. Because screening is not recommended and 
the cancer typically develops with few symptoms, the majority 
of patients are diagnosed at an advanced stage. As an aggressive 
disease, the 5-year survival rate is <5%, and despite occasional 
cases of early disease detection, nearly all patients die from pan-

creatic cancer within 1-2 years.2

 The main risk factors of pancreatic cancer include 
smoking, obesity, long-standing diabetes, and family history 
of disease. Cigarette smoking is the most well-established risk 
factor for pancreatic cancer. Smoking cigarettes causes a 75% 
increase in the risk of pancreatic cancer compared to non-smok-
ers. Accordingly, 20% of pancreatic tumors may be attributed 
to cigarette smoking. Epidemiological investigations have also 
reported a 20-50% increased risk of disease among obese rela-
tive to no obese individuals. Although the relationship between 
diabetes and pancreatic cancer is complex, long-term type 2 dia-
betes has been associated with a significant increase in the risk 
of pancreatic cancer as well. Lastly, up to 10% of patients have 
a family history of pancreatic cancer, and the risk of disease is 
considerably greater (80%) among persons with affected family 
members compared to those without.1

 Promising data about the application of Neodymium 
Doped Yttrium Aluminium Garnet (ND-YAG) and CO2 laser in 
clinical fields are available.10,11

 The use of ND-YAG laser in this kind of surgery could 
prove useful due to its ablative, antiseptic and hemostatic prop-
erties at the same time that would enable us to perform necrosec-
tomies with a minimum invasiveness and without touching the 
inflamed tissue. Only few studies are disponsable in the interna-
tional literature.10-13

AIM OF THE STUDY

The authors have focused the study on two main points:

1. To assess the viability of ND: YAG 1064 nm laser employ-
ment in the pancreatic surgery, particularly with regard to 
its possible application in necrosectomies for severe acute 
necrotizing pancreatitis.

2. To evaluate which are the best settings to achieve efficient 
ablation of the necrotic or tumoral areas intended as a ther-
mal coagulation of the tissue and at the same time saving the 
surrounding healthy tissue.

 Secondary endpoints are: To evaluate vessel damage 
due to laser application on pancreatic tissue (considering any 
interruption of the endothelial line).

MATERIALS AND METHODS

 For this purpose, the authors used bovine pancreas 
on which different experimental settings were tested and sub-
sequently evaluated both macroscopically and microscopically 
in order to show if the laser waves have performed a complete 
destruction of pancreatic cells in the site of application and how 
far the heat damage has arrived.
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 We have used the ECHO LASER 1064 ND-YAG with 
fluence of 1800 J and at increasing power settings: 3 W, 5 W and 
7 W.

 The laser waves were collected in the tissue with an 
optical fiber of 500 µ diameter inserted inside of the pancreatic 
tissue.

 The timing of application was 11 minutes at the power 
of 3 W, 6 minutes at 5 W, 4 minutes at 7 W (that are the time 
needed to reach the fluence of 1800J). 

 Immediately after the laser application, all specimens 
were fixed in 10% neutral buffered formalin, dehydrated through 
a crescent ethanol series, embedded in paraffin, sectioned (3 mi-
cron thickness) and stained with Haematoxylin and Eosin (H&E) 
for examination with light microscope. All the specimens were 
analyzed by the same pathologist. H&E) for examination with a 
light microscope

RESULTS

 We have analyzed 100 pancreatic bovine tissue sam-
ples without any pathological findings before laser application 
(Table 1).

 

 Direct observation of tissue samples after treatment 
with ECHO ND-YAG laser at the power setting of 3 W on 33 
samples shows that the pancreatic tissues is not macroscopically 
modified except for the increased cutting consistency. 

 Histological examination shows no substantial micro-
scopical differences in pancreatic cells that appear only partially 
burnt (in fact, nuclei and membranes are still recognizable). The 

vessels around the point of application do not show microscopi-
cally any sign of damage. 

 Increasing the power of laser waves to 5 W on 34 sam-
ples, macroscopically the presence of an area, corresponding to 
the site of direct interaction of laser and tissue, completely burnt 
was found and the surrounding tissue did not appear substan-
tially modified.

 Histological examination shows the complete absence 
of cells in the burnt area (with a complete destruction of the lis-
some containing amylases) and an important heat damage of the 
surrounding cells (the authors think that this cells have been de-
finitively compromised and are supposed to undergo apoptosis) 
till the 2th centimeter from the site of laser application. (Figure 1) 
The vessels around the point of application are all coagulated.

 At the power of 7 W on 33 samples, the burnt area is 
obviously higher, about twice than in the previous setting.

 Histological examination shows the complete absence 
of cells or any cell’s components (including lissome) in the burnt 
area and a larger heat damage of the nearest cells (till the 4th cen-
timeter from the application site). The vessels around the point 
of application are, again, all coagulated. (Figure 2)

DISCUSSION

 The results obtained in this study show how increasing 
laser power setting increases its effectiveness in coagulation and 
thermoablation of pancreatic tissue both de visu and microscopi-
cally: we have found that a power setting between 4 and 6 W 
could be acceptable for applications on pancreatic tissue.

 Our data confirm the few ones already available in the 
international literature12,13 as we agree that the best power setting 
is between 4 W and 6 W. Moreover, we were able to find out why 
in the previous studies,12 the authors found no hemorrhage: the 
laser waves, in fact, allow a complete coagulation of the vessels 
in the area of application. 

Power (W) N. samples Time (min)
Area of burnt in 

mm3 ( +/-)
Area of heat damage 

in mm3 (+/-)

3 33 11 0 1500(100)

5 34 6 70(20) 2000(130)

7 33 4 90(45) 4000(205)

Table 1: Mean value of area of burnt and area of heat damage at different power settings.

Figure 1: Site of application at the 5W setting. The burnt area (without colored cells, with black margins) and the surrounding 
area of heat damage (in which vacuolization is present) can be seen. In the distal part of the samples, a normal pancreatic tissue 
can be seen.
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 The main limitations of the present study are that this 
is an ex vivo study and not on human tissue. Despite the early 
stage of our research, we can assume that this new technique 
,once developed and optimized, can be used in many different 
ways and with interesting surgical applications (necrosectomy, 
thermoablation of solid not resecable neoplasm, biopsies of pan-
creatic tissues).

 The main advantages in fact in this type of treatment 
are the possibility of an operating treatment without touching 
the parenchyma (touch-sparing technique) and the capability to 
ablation, coagulation and disinfection at the same time of the 
treated tissue ( aseptic thermoablative technique). Moreover, the 
laser ablation is more defined than other types of thermoabla-
tion (i.e. radiofrequency) and this is important in order to save 
as much tissue as possible without damaging the healthy part of 
the organ. Further studies are needed to continue analyzing the 
interaction of laser waves on pancreatic tissue.
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